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Among the many factors that determine the sensitivity,
accuracy, and reliability of a real-time quantitative reverse
transcription polymerase chain reaction (qRT–PCR)1

assay, template quality is one of the most important deter-
minants of reproducibility and biological relevance [1]. This
is a well-recognized problem [2], and there are numerous
reports that describe the signiWcant reduction in the sensi-
tivity and kinetics of qPCR assays caused by inhibitory
components frequently found in biological samples [3–8].
The inhibiting agents may be reagents used during nucleic
acid extraction or copuriWed components from the biologi-
cal sample such as bile salts, urea, haeme, heparin, and
immunoglobulin G. At best, inhibitors can generate inaccu-
rate quantitative results; at worst, a high degree of inhibi-
tion will create false-negative results. The most common
procedure used to account for any diVerences in PCR
eYciencies between samples is to amplify a reference gene
in parallel with the reporter gene and to relate their expres-
sion levels. However, this approach assumes that the two
assays are inhibited to the same degree. The problem is even
more pronounced in absolute quantiWcation, where an
external calibration curve is used to calculate the number of
transcripts in the test samples, an approach that is com-
monly adopted for quantiWcation of pathogens. Some, or
all, of the biological samples may contain inhibitors that
are not present in the nucleic acid samples used to construct
the calibration curve, leading to an underestimation of the
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mRNA levels in the test samples [9]. The increasing interest
in extracting nucleic acids from formalin-Wxed paraYn-
embedded (FFPE) archival material undoubtedly will lead
to an exacerbation of this problem. Obviously, such inhibi-
tors are likely to distort any comparative quantitative data.
However, a recent survey of practices revealed that only 6%
of researchers test their nucleic acid samples for the pres-
ence of inhibitors [10].

Various methods can be used to assess the presence of
inhibitors within biological samples. The PCR eYciency in
a test sample can be assessed by serial dilution of the sam-
ple [11], although this is impossible when using very small
amounts of RNA extracted, for example, from single cells
or from laser capture microdissected sections. Furthermore,
there are mathematical algorithms that provide a measure
of PCR eYciency from analysis of the ampliWcation
response curves [12–14]. Internal ampliWcation controls
(IACs) that copurify and coamplify with the target nucleic
acid can detect inhibitors as well as indicate template loss
during processing. They can be packaged in phage coats
[15], or they may be single-stranded oligonucleotides that
contain the sequences for binding of primer and detection
by probes. Several mismatches in probe binding site prevent
hybridization to the IACs during Xuorescence signal acqui-
sition, but IACs and target amplicons can be distinguished
in subsequent melting curve analysis [16].

IACs may well provide the best solution for assays
designed to detect pathogens, but this approach is not prac-
tical for cellular mRNA quantiWcation because it is unreal-
istic to contemplate designing mimics for every single target
mRNA. Instead, the simplest approach is to mix a positive
control nucleic acid with the sample nucleic acid after sam-
ple puriWcation. This has the great virtue of simplicity and
avoids the technical complexity of IACs, both in terms of
the technical complexity of their construction and in terms
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of the additional eVort associated with their accurate detec-
tion following the assay. A recent report described an alter-
native approach that uses a whole bacterial genome to
detect inhibition from clinical samples [17]. We have devel-
oped and reWned a method, which we call the “SPUD”
assay, that is more suitable for the detection of inhibitors in
nucleic acids extracted from all tissue with the exception of
potato.

We selected the Solanum tuberosum phyB gene (Gen-
Bank Y14572) for application in the SPUD assay because it
encodes a species-speciWc regulatory photoreceptor that is
involved in the pathway that results in the purple colora-
tion of potato root. The total gene sequence of 4907 bp was
divided into 500 bp overlapping lengths, and BLAST
searches were performed to identify unique stretches of
nucleotide sequence [18]. The chosen target sequences were
located in the upstream nontranslated region of the
S. tuberosum phyB gene between nucleotides 449 and 549.
qPCR assays incorporating TaqMan probes were designed
against the selected sequences using Beacon Designer (Pre-
mier BioSoft). The primers and probe producing the short-
est amplicon and the highest predicted assay quality were
selected (Table 1). Absence of primer–dimers was evaluated
using melt curves. AmpliWcation eYciency was assessed
using 10-fold serial dilutions of the 101-bp amplicon
(SPUD-A).

RNA was extracted by six individuals from the same
batch of HeLa cells using Absolutely RNA extraction kits
(Stratagene) according to the manufacturer’s instructions.

The quantity and quality of the RNA were assessed
using four diVerent methods: RNA chips with the Bioana-
lyzer (Agilent) and Experion (Bio-Rad) systems, UV spec-
trophotometry, and NanoDrop A260/A280 ratios. In each
case, there was no indication of inferior quality, although
degradation was detected in 2 samples (as determined by
Bioanalyzer RIN and Experion 28S/18S ratios). Each of the
systems was also used to measure the RNA yield. There
were large discrepancies among the concentrations attrib-
uted to identical samples by the diVerent systems. In the
absence of a “correct” system, the quantiWcation from the
NanoDrop was randomly selected as the basis of the input
concentration of RNA to the cDNA synthesis.

cDNA synthesis was performed in 10-�l reactions con-
taining 500 ng total RNA using a Brilliant qRT–PCR Core
Reagent Kit (two-step, Stratagene) and random nonamer
primers according to the manufacturer’s recommendations.
The reference SPUD assays consisted of the SPUD ampli-
con (SPUD-A) at approximately 20,000 copies (using
NanoDrop concentration determination and an approxi-
mate mass of 330/base pair), forward and reverse primers
(SPUD-R and SPUD-F) at 240 nM, and the TaqMan
probe SPUD-P at 200 nM. All other assays also contained
10-fold serial dilutions of cDNA (at maximum 50 ng, RNA
equivalent prepared from the HeLa cell-derived RNA).
Duplicate ampliWcations were carried out in 25 �l using
Brilliant qPCR master mix buVer on Mx3000p (Stratagene)
qPCR systems.

Control qPCR assays were performed in the presence of
water, with the SPUD-A amplicon being the only ampliW-
able target. Under these conditions, a reference Ct value of
between 23 and 24, characteristic of an uninhibited assay,
was generated. A midrange Ct ensures a highly reproduc-
ible and reliable control reaction, such that there is sensitive
detection of inhibitors. However, it is possible to use higher
copy numbers of the amplicon, as shown in Fig. 1B.
Because Ct values are speciWc to particular instrument and
reagent combinations, determination of inhibition by Ct
shift is valid only when these are made as a single experi-
ment and with constant threshold settings [1].

Each sample was included in a SPUD assay, and an
additional sample containing phenol was run as a positive
control indicating inhibition. Most assays containing HeLa
cell RNA generated the same Ct values as the water con-
trols. However, there was an obvious shift to a higher Ct
and reduced ampliWcation eYciency for two samples con-
taining phenol (Fig. 1A). There was no indication from
either the NanoDrop or the A260/A280 ratios that any of
these samples contained materials that would be inhibitors
of the qPCR assay. These inhibitors most likely are to be
components of the extraction procedure and to be present
as a result of operator procedure. This suggests that current
quality assessment procedures are unable to detect reliably
the presence of inhibitors in RNA samples and demon-
strates the need for this additional quality assessment
parameter. We also applied this assay to the assessment of
RNA extracted from FFPE tissue and recorded higher Ct
values (>1) in up to 30% of samples analyzed (Fig. 1B).

There is a concerted eVort under way to standardize the
parameters associated with qPCR experiments. One of
these concerns the assessment and publication of template-
quality data for all samples included in a study. This is par-
ticularly important when quantitative data are sought for
comparative applications involving samples extracted from
in vivo biopsies. In addition, for genotyping, the theoretical
Table 1
Nucleic acid sequences for SPUD assays

Oligo DNA sequence

SPUD-T 5�-FAM-TGCACAAGCTATGGAACACCACGT-TAMRA-3�

SPUD-R 5�-ACATTCATCCTTACATGGCACCA-3�

SPUD-F 5�-AACTTGGCTTTAATGGACCTCCA-3�

SPUD-A 5�- AACTTGGCTTTAATGGACCTCCAATTTTGAGTGTGCACAAGCTATGGAACACCACGT 
AAGACATAAAACGGCCACATATGGTGCCATGTAAGGATGAATGT-3�
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quantitative diVerence between a homozygotous gene
sequence and a heterozygotous one is represented by a sin-
gle Ct value. When experimental data deviate from this,
ambiguous results are produced and the sample must be
tested again. Such diVerences could be the result of one or
more samples containing inhibitors. There is a clear
requirement for a simple, rapid, and universal test to iden-
tify samples that contain inhibitors and therefore will cause
spurious data if included in experiments. The basis of the
SPUD assay is a single qPCR test using oligos that are rou-
tinely produced by oligo manufacturers. The lack of homol-
ogy with any other known sequence ensures that these
sequences can be used in the presence of all samples with
the exception of those from potato (S. tuberosum), allowing
a single quality control protocol to be used for validation of
all samples regardless of organism and by all research
groups. The simplicity of the test allows transfer among all
qPCR platforms, and the simple analysis is carried out
using the platform-speciWc software.

In conclusion, all scientists using qPCR could use the
SPUD assay. Application is free from constraints such as
downstream application, the organism from which the
experimental sample originated, the source or storage his-

Fig. 1. Detection of inhibition by the SPUD assay. (A) AmpliWcation plots
of HeLa cell-derived RNA showing the control assay carried out in the
presence of water (a), several assays carried out in the presence of tem-
plate RNA (b), and inhibition of the assay in the presence of trace
amounts of phenol (c). (B) The SPUD assay was carried out in the pres-
ence of RNA obtained from formalin-Wxed, paraYn-embedded samples
(FFPE) or of water (W). Of 30 samples, 5 showed signiWcant inhibition.
tory of the experimental sample, the number and variety of
samples to be processed, and the instrumentation used. The
SPUD assay is a universal system for rapid quality control
of nucleic acid samples.

References

[1] S.A. Bustin, T. Nolan, Pitfalls of quantitative real-time reverse-tran-
scription polymerase chain reaction, J. Biomol. Tech. 15 (2004) 155–
166.

[2] T. Bar, A. Stahlberg, A. Muszta, M. Kubista, Kinetic outlier detection
(KOD) in real-time PCR, Nucleic Acids Res. 31 (2003) e105.

[3] P. Radstrom, R. Knutsson, P. WolVs, M. Lovenklev, C. Lofstrom,
Pre-PCR processing: strategies to generate PCR-compatible samples,
Mol. Biotechnol. 26 (2004) 133–146.

[4] J. Lefevre, C. Hankins, K. Pourreaux, H. Voyer, F. Coutlee, Preva-
lence of selective inhibition of HPV-16 DNA ampliWcation in cervico-
vaginal lavages, J. Med. Virol. 72 (2004) 132–137.

[5] E. Sunen, N. Casas, B. Moreno, C. Zigorraga, Comparison of two
methods for the detection of hepatitis A virus in clam samples (Tapes
spp.) by reverse transcription-nested PCR, Intl. J. Food Microbiol. 91
(2004) 147–154.

[6] I.R. Perch-Nielsen, D.D. Bang, C.R. Poulsen, J. El-Ali, A. WolV,
Removal of PCR inhibitors using dielectrophoresis as a selective Wlter
in a microsystem, Lab. Chip 3 (2003) 212–216.

[7] J. Jiang, K.A. Alderisio, A. Singh, L. Xiao, Development of proce-
dures for direct extraction of Cryptosporidium DNA from water con-
centrates and for relief of PCR inhibitors, Appl. Environ. Microbiol.
71 (2005) 1135–1141.

[8] R.A. Guy, P. Payment, U.J. Krull, P.A. Horgen, Real-time PCR for
quantiWcation of Giardia and Cryptosporidium in environmental
water samples and sewage, Appl. Environ. Microbiol. 69 (2003) 5178–
5185.

[9] A. Stahlberg, N. Zoric, P. Aman, M. Kubista, Quantitative real-time
PCR for cancer detection: the lymphoma case, Expert Rev. Mol.
Diagn. 5 (2005) 221–230.

[10] S.A. Bustin, Real-time, Xuorescence-based quantitative PCR: a snap-
shot of current procedures and preferences, Expert Rev. Mol. Diagn. 5
(2005) 493–498.

[11] A. Stahlberg, P. Aman, B. Ridell, P. Mostad, M. Kubista, Quantitative
real-time PCR method for detection of B-lymphocyte monoclonality
by comparison of kappa and lambda immunoglobulin light chain
expression, Clin. Chem. 49 (2003) 51–59.

[12] A. Tichopad, M. Dilger, G. Schwarz, M.W. PfaZ, Standardized deter-
mination of real-time PCR eYciency from a single reaction set-up,
Nucleic Acids Res. 31 (2003) e122.

[13] C. Ramakers, J.M. Ruijter, R.H. Deprez, A.F. Moorman, Assump-
tion-free analysis of quantitative real-time polymerase chain reaction
(PCR) data, Neurosci. Lett. 339 (2003) 62–66.

[14] W. Liu, D.A. Saint, Validation of a quantitative method for real time
PCR kinetics, Biochem. Biophys. Res. Commun. 294 (2002) 347–353.

[15] B.L. Pasloske, C.R. Walkerpeach, R.D. Obermoeller, M. Winkler,
D.B. DuBois, Armored RNA technology for production of ribonucle-
ase-resistant viral RNA controls and standards, J. Clin. Microbiol. 36
(1998) 3590–3594.

[16] S. Burggraf, B. Olgemoller, Simple technique for internal control of
real-time ampliWcation assays, Clin. Chem. 50 (2004) 819–825.

[17] J.L. Cloud, W.C. Hymas, A. Turlak, A. Croft, U. Reischl, J.A. Daly,
K.C. Carroll, Description of a multiplex Bordetella pertussis and Bor-
detella parapertussis LightCycler PCR assay with inhibition control,
Diagn. Microbiol. Infect. Dis. 46 (2003) 189–195.

[18] S.F. Altschul, W. Gish, W. Miller, E.W. Myers, D.J. Lipman, Basic
local alignment search tool, J. Mol. Biol. 215 (1990) 403–410.


	SPUD: A quantitative PCR assay for the detection of inhibitors in nucleic acid preparations
	References


